B th R d Hist oot
rea eCcor 1STOry 07/07/2014
Test Test Alcohol Alcohol Sim. Sim.
: t
Date Time Agency Operator Name vVal. 1 val. 2 Conc. 1 Conc. 2 Status Message
06/10/2014 23:42:30| NEW HAVEN VSP TIMOTHY P HANLEY 0.146 0.147 3.095 0.095
06/13/2014 02:00:40] NEW HAVEN VSP JOSEPH T SZAREJKO 0.153 0.150 0.095 0.096
06/19/2014 00:21: 00| NEW HAVEN VP JOSEPH T SZAREJKO 0.150 0.095
DMT Serial Number #123306 Pagelofl

07/07/2014 12:54 PM
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Pate Time Test Type Status Message
06/26/2014 18:40:54 | REC Record RE _NOT DETECTED
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DATAMASTER DMT MAINTENANCE LOG
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Department/Agency , DataMaster DMT Serial Number

PERFORMED BY

DATE TYPE OF SERVICE PERFORMED‘ (Name and Title)

" L om—

[ For RPC or Simulator Solution Change Place Label Here] W\\QU\
k |

. DatalMaster Simulator Solution

""""""""""""""""""""""""""" Lot#13-03-100  EtOHaq Conc: 0.098 ) /
Range: 0.093- 0.103 ‘ ’ :

""""""""""""""""" Preparation Date: 04/03/2013 Expires: 04/03/2014 = —rmremsememresd

___________________________ OPENED: .‘/. Zb[1YH. ‘ S &

’ [ For RPC or Simulator Solution\Change Place Label Here]

[ e TR

DataMaster Simulator Solution

Lot # 14-02-100 EtOHaq Conc: 0.097
""""""""""" Range: 0.092 - 0,102

Preparation Date: 3/12/2014 Expires: 3/12/2015

.................... /'A/v’l, FATH]
. L EVTT

-

[ For RPC or Simulator Solu'tionAChange Place Label Here]

[ For RPC or Simulator SoIUﬁon Change Place Label Here] |

ALC 803 REV 03 08/2011




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date;
RPC Date:
Supervisor Name:

Diagnostic Resulis

123306

New Haven V5P
1272312011

12/23/2011

01/03/2013

06/26/2014

ALLISON M HARVEY

Accuracy and Precision Check

Conceniration =0.097 g/210L,
Lot# =14.02-100 -
VERSIONS Range =0.092-0.102
DMT: 1.01 Average ={0.101 g/210L
PIC: 2.05 Sid Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed »
SETTINGS .
Lamp Voltage = 1,67 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 i i i 40.0
Chopper Freq = 544 Hz Alcohol (g/210L) 6o
PUMP INFO 0.09 Flow Rate{L/M) .
Flow Rate = 4,942 L/M 0.08 32,0
DETECTOR INFO 0.07 28.0
PUMP ON OFF )
MAX (V) 0.5254 0.5291
MIN(V)  0.5236  0.5278 0.06 /m 24.0
FILTER INFO 0.05 » 20.0
Filter 1  0.528 Zero = true /“ /
rilter 2 0.973 Zero = txue 0.04 B /N § A R 16.0
Filter 3 1.536 Zero = true //
0.03 12.0
CAT,TBRATION CHRECK \ .
g = 0.126 0.1.4% 0.02 - 8.0
vl
0.01 M’} \ 4.0
o,oo_; f“ I A SR £ N 0.0
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e Aldg e B, whstane P e Ie)

RN Wy N

viewed by

PMT Serial Number #123306

Page L of §

06/26/2014 T:24 PM




